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NOTES:

Jo |®®®| J1[0000000000| mone 0 0 Lave ALL WIRE SIZES NOT SPECIFIED ARE 22AWG. OR
woQ 1 10 HEAVIER. IT IS RECOMMENDED THAT EACH GREEN GROUND
zz9 SCREW, GREEN GROUND WIRE, AND GREEN GROUND SCREW
=i TERMINAL ON ALL CALL STATIONS (LABELED “G*> BE

CONNECTED TO EARTH GROUND, 18AWG. MINIMUM WIRE
SIZE.

ALL STATION MODEL DESIGNATIONS MAY VARY.
GENERALLY, THE FIRST DIGIT IN THE DESIGNATION IS
THE GANG PLATE SIZE. EXAMPLE:

B-111 SINGLE GANG PLATE.

B-211 DUAL GANG PLATE.

B-311 THREE GANG PLATE

ALTHOUGH THE PLATE SIZES MAY VARY, THE TERMINAL
DESIGNATIONS AND CONNECTIONS REMAIN THE SAME.

MINIMUM 3 DEPTH ELECTRICAL BOX REQUIRED.
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